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[57] ABSTRACT 

A transducer that combines a noncontacting displace- 
ment probe with a self-contained target. The target is 
held in position against a vibrating surface by a housing 
which also supports the noncontacting probe. The tar- 
get vibrates with the surface and the probe senses the 
vibrations of the target. 

7 Claims, 5 Drawing Figures 
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DISPLACEMENT PROBES WITH 
SELF-CONTAINED EXCITING MEDIUM 

ORIGIN OF THE INVENTION 5 

The invention described herein was made by employ- 
ees of the U.S. Government and may be manufactured 
and used by or for the Government for governmental 
purposes without the payment of any royalties thereon 
or therefor. 

BACKGROUND OF THE INVENTION 

This invention relates to a device for measuring the 
displacement of a vibrating surface and in particular to 15 
a device that can measure the vibration of a nonhomo- 
geneous surface. 

DESCRIPTION OF THE PRIOR ART 

Certain characteristics of a structure, such as total 2Q 
strength and susceptability to flutter in a windstream, 
can be predicted by agitating the structure and measur- 
ing the vibrations thereof. Noncontacting probes have 
been used to measure vibrations at a point on the sur- 
face. These probes incorporate the surface of the vibrat- 25 
ing object as part of the transducer. For example, a 
fotonic sensor emits light which is reflected by the vi- 
brating object, the intensity of the reflected light is 
detected by the sensor. The distance between the sensor 
and the object can be determined from the intensity of 30 
the reflected light. The reflective properties of the sur- 
face therefore become important when a fotonic sensor 
is used. Once the reflective properties of a point on the 
surface are known the probe can measure its distance 
from that point very accurately. 35 

Servo systems have been designed to move the probe 
across the surface of the vibrating object. This works 
well if the surface is homogeneous; but if the properties 
of the surface change over its area or if the noncontact- 
ing probe used does not respond to the surface, the 40 
probe fails. The affixation of targets to the surface over- 
comes the nonresponsive probe problem for a selected 
point on the surface but is not convenient if the entire 
surface must be covered. Another problem is that there 
are surfaces to which a target may not be attached. For 45 
instance, the ceramic surface of the space shuttle wing 
tears when the target is removed. It is also inconvenient 
to apply the targets to certain structures such as those of 
honeycomb configuration which do not present an ap- 
propriate surface area. 50 

It is therefore an object of the present invention to 
provide an apparatus that uses a noncontacting dis- 
placement probe to measure the vibration of non-homo- 
geneous surfaces without necessitating the attachment 
of targets thereto. 55 

It is an additional object of the present invention to 
provide an apparatus that uses a fotonic sensing probe 
to measure the vibration of surfaces regardless of the 
reflectivity thereof. 

It is a further object of the present invention to pro- 60 
vide an apparatus that uses a noncontacting electrical 
probe to measure the vibration of surfaces regardless of 
the electrical conductivity thereof. 

The foregoing and other objects as well as the advan- 
tages attendant therewith will become apparent when 65 
the claims and description contained herein are consid- 
ered in conjunction with the attached drawings to 
which they relate. 
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SUMMARY OF THE INVENTION 

In the present invention noncontacting displacement 
probes are equipped with self-contained targets. The 
target is put in contact with a surface whose vibration it 
is desired to measure. In one embodiment of the inven- 
tion gravity holds the target against the vibrating sur- 
face. In other embodiments various devices are em- 
ployed to hold the target against the vibrating surface 
including: a set of springs, an elastic component similar 
to a balloon, and a jet spray of gas. In all cases the target 
vibrates with the surface and the probe measures the 
vibration of the target. A servo system that carries the 
apparatus along the entire vibrating surface is also em- 
ployed. The system uses a feedback control to position 
the apparatus a constant height above the surface as it 
transports the device across the surface. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is an elevational view depicting a cylindrical 
housing and a spherical target; 

FIG. 2 is an elevational view depicting a pad target 
and a housing including a set of springs; 

FIG. 3 is an elevational view depicting a pad target 
and a housing including a balloon; 

FIG. 4 is an elevational view depicting a housing 
including a set of nozzles for directing an airstream 
against the target; and 

FIG. 5 is an elevational view depicting the servo 
motor system for transporting the probe across the 
surface of the vibrating structure. 

DETAILED DESCRIPTION OF THE 
INVENTION 

As displayed in FIG. 1 the invention basically con- 
sists of a non-contacting probe 12 supported by housing 
14 and a target 16 that vibrates with vibrating surface 
18. Target 16 is maintained in position by housing 14. 
The entire device is designated generally as transducer 
10 . 

In one embodiment of the invention housing 14 con- 
sists of a cylindrical member and target 16 is a ball 
having a diameter slightly less than the inner diameter 
of housing 14. Ball 16 has free vertical mobility within 
housing 14 and can roll therewithin. Housing 14 is ta- 
pered at its end 20 to prevent ball 16 from falling out. 
Probe 12 is sensitive to the vibrations of ball 16. Probe 
12 may be a fotonic sensor in which case ball 16 would 
be a uniformly reflective object or probe 12 may be an 
electrical sensor that is sensitive to metal such as that 
described in U.S. Pat. No. 2,802,178 issued to Shafer et 
al, in which case ball 16 would be constructed of steel. 
Any type of noncontacting probe may be used so long 
as the target selected is something to which the probe is 
sensitive. 

Another embodiment of the invention is depicted in 
FIG, 2. Housing 114 constitutes two parts. Top part 122 
of housing 114 holds the probe as in the aforementioned 
embodiment. The lower part 124 of housing 114 is a set 
of springs which hold target 116 in contact with vibrat- 
ing surface 118. The tension of springs 124 is such that 
target 116 is held away from probe 112. Target 116 and 
probe 112 are selected as described above. FIG. 2 dem- 
onstrates fotonic sensor 112 used in conjunction with 
reflective pad 116. 

Another manifestation of the invention in which in- 
flated balloon 224 replaces the spring arrangement of 
the previous embodiment is shown in FIG. 3. Balloon 
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224 may be opaque and the inside surface thereof con- 
taining a reflecting target 216 for use with fotonic sen- 
sor 212 or any other target may be supported by the 
balloon for use with an appropriate sensor. 

Another embodiment of the invention is depicted in 5 
FIG. 4 . Housing 314 holds probe 312 as in the earlier 
embodiments. Housing 314 also supports nozzles 324 
which direct an airstream against target 316 to maintain 
the target's contact with the vibrating surface 318 . 
Strings 325 give support to target 316 and limit the 10 
maximum distance between the target and the sensor. 

A servo motor system moves the above described 
transducer up and down over the vibrating surface as 
the device is moved along the vibrating surface as is 
shown in FIG. 5. This system is completely described in 15 
U.S. Pat. No. 3,503,251 to Flagge and so only a brief 
description is contained herein. Transducer 10 is at- 
tached to servo motor 32 by any suitable assembly 34 so 
that the shaft of servo motor 32 determines the distance 
between transducer 10 and vibrating structure 36 . 20 
Transporting carriage 38 supports servo motor 32 
which moves along track 40 . Electrical system 42 re- 
ceives information from transducer 10 and controls 
servo motor 32 . 

OPERATION OF THE INVENTION z5 

Referring again to FIG. 1 , transducer 10 is positioned 
over vibrating surface 18 such that target 16 is in 
contact with surface 18 . Probe 12 senses the distance 
between target 16 and itself. Target 16 vibrates with 30 
surface 18 , thereby changing the distance between tar- 
get 16 and probe 12 by an amount equal to the displace- 
ment of vibrating surface 18 . 

Transducer 10 moves along the surface of vibrating 
surface 36 by means of transporting carriage 38 and 35 
track 40 as shown in FIG. 5. A change in distance be- 
tween transducer 10 and vibrating surface 36 due to 
irregularities in surface 36 will result in a signal to oper- 
ational amplifier 44 which will cause servo motor 32 to 
reposition transducer 10 to its initial height above sur- 40 
face 36 . Small deviation in distance due to the vibration 
of surface 36 rather than the contour thereof are 
screened by a low pass filter so transducer 10 will not 
vibrate with surface 36. 

Thus, the invention makes it possible to use noncon- 45 
tacting probes on surfaces to which the probes do not 
respond without necessitating the affixation of targets to 
the surface. 

It is to be understood that the specific descriptions of 
the invention and the several embodiments thereof con- 50 
tained herein are illustrative only and that the actual 
invention is not so limited. Changes in the illustrated 
features of the invention which are readily apparent to 
those skilled in the art in light of the above teachings 
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and are within the spirit of the appended claims are 
intended to be included therein. 

What is new and desired to be secured by Letters 
Patent of the United States is: 

1. In a device for measuring the displacement of a 
vibrating surface, the combination comprising: 

a housing; 

probe means supported by said housing for sensing 
the vibration of an object; 

target means capable of moving along and in contact 
with a nonuniform surface for providing a uniform 
object whose vibrations are sensed by said probe 
means thus enabling the measurement of the vibra- 
tions of a nonuniform surface; 
means included in said housing for holding said target 
means in position between said vibrating surface 
and said probe means such that said target means 
contacts said vibrating surface so as to vibrate 
therewith; and means supporting said housing for 
automatically moving said housing and therefore 
said probe means and said target means along the 
contour of said vibrating surface. 

2. A device as in claim 1 wherein: 

said means in said housing is a cylindrical member; 
said probe means is positioned within said cylindrical 
member at the top portion thereof, said probe 
means facing downward; and 
said target means is a ball contained within said cylin- 
drical member, said ball having vertical mobility 
within said cylindrical member and being free to 
roll therein, said cylindrical member restricting 
said ball’s horizontal mobility; said cylindrical 
member being tapered at the bottom portion 
thereof to keep said ball therewithin. 

3. A device as in claim 1 wherein: 

' said means in said housing is a spring member; and 
said target means is a pad attached to said spring 
member. 

4. A device as in claim 1 wherein: 

said means in said housing is a balloon; and 
said target means is a pad attached to said balloon. 

5. A device as in claim 1 wherein: 

said means in said housing is a jet stream of gas; and 
said target means is a pad. 

6. A device as in claim 2, 3, 4, or 5 wherein: 

said probe means is a noncontacting probe sensitive 
to metallic vibrations; and 
said target means is composed of metal. 

7. A device as in claims 2, 3, 4, or 5 wherein: 
said probe means in a fotonic sensor; and 

said target means is composed of a uniformly reflec- 
tive material. 
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